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ABSTRACT
Aim: The Specific Absorption Rate (SAR) is the key parameter to optimize the effectiveness of magnetic
nanoparticles in magnetic hyperthermia. AC magnetometry arises as a powerful technique to quantify
the SAR by computing the hysteresis loops’ area. However, currently available devices produce quite
limited magnetic field intensities, below 45mT, which are often insufficient to obtain major hysteresis
loops and so a more complete and understandable magneticcharacterization. This limitation leads to a
lack of information concerning some basic properties, like the maximum attainable (SAR) as a function
of particles’ size and excitation frequencies, or the role of the mechanical rotation in liquid samples.
Methods: To fill this gap, we have developed a versatile high field AC magnetometer, capable of
working at a wide range of magnetic hyperthermia frequencies (100 kHz – 1MHz) and up to field
intensities of 90mT. Additionally, our device incorporates a variable temperature system for continuous
measurements between 220 and 380 K. We have optimized the geometrical properties of the induc-
tion coil that maximize the generated magnetic field intensity.
Results: To illustrate the potency of our device, we present and model a series of measurements per-
formed in liquid and frozen solutions of magnetic particles with sizes ranging from 16 to 29 nm.
Conclusion: We show that AC magnetometry becomes a very reliable technique to determine the
effective anisotropy constant of single domains, to study the impact of the mechanical orientation in
the SAR and to choose the optimal excitation parameters to maximize heating production under
human safety limits.
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Magnetic hyperthermia (MH) is an important novel therapy,
which consists in damaging and destructing cancer cells
increasing the temperature of the tumors up to 41–46 C
[1–6]. The MH is induced diffusing magnetic nanoparticles
(MNPs) into the tumor tissue and then irradiating this area
with an alternating magnetic field (AMF) with a frequency
ranging between 100 kHz and 1MHz. Under such conditions,
magnetic nanoparticles act as very local heat sources, which
are capable of rising the temperature of tumors while leav-
ing the healthy tissues basically undamaged.
The indispensable initial step for designing a successful
hyperthermia therapy is to determine the specific absorption
rate (SAR) of the MNPs, which is the absorbed energy per
unit of nanoparticle mass. This parameter greatly depends
on the physicochemical properties of the nanoparticles such
as composition, size, shape, crystallinity, saturation magnet-
ization, etc [7–9]. Additionally, interparticle magnetic interac-
tions and the interplay between particles and biological
systems also affect the heating performance of MNPs [10,11].
To avoid collateral damages in the hyperthermia treatment,
the applied magnetic field and frequency as well as the
injected MNP amount should be minimized. Therefore, it is
essential to count on MNP system with optimal SAR values,
but even more fundamental is to gain knowledge about
what characteristics of the system are really significant in
order to score these optimal values. For instance, some SAR
values reported so far in the literature are very high [12,13]
but it is unclear if such rates rely entirely on particles-
dependent properties (as the composition, size or shape) or
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also on the way in which these particles are assembled
within the colloid. In order to find the best potential candi-
dates for magnetic hyperthermia, an accurate understanding
of the physical effects involved in the heat production is as
important as the final values of SAR obtained in a
given experiment.
Vast majority of SAR measurements reported in the litera-
ture are obtained from calorimetry methods, by directly meas-
uring the increase of temperature as functions of time when
MNPs are exposed to AMF [13–19]. Ultimately, the heat pro-
duction of MNPs caused by AC magnetic fields is originated
by the hysteretic dynamic response of these MNPs to the AC
excitation, so the direct determination of this hysteresis by AC
magnetometry is a powerful alternative to calorimetry in
determining the SAR [17,20–22]. In general, both techniques
are highly complementary, as discussed elsewhere [21,23],
considering that there are several factors that can downgrade
the accuracy of SAR values obtained from temperature versus
time measurements [24]. Indeed, AC magnetometry provides
additional and very valuable magnetic information that is not
directly accessible by calorimetry alone. For instance, collective
phenomena of MNPs, related to the type of assembling, disor-
dered or forming well-defined structures, are easily detected
from the AC hysteresis loop [25–29]. AC magnetometry has
also allowed to correlate the shape of the MNPs and their
hyperthermia performance [30], or to clarify why the heating
power of MNPs tends to fall in cellular enviroments [31]. In
addition, AC magnetometry studies have made possible the
development of new coating strategies to keep constant the
heating performance of MNPs in media with different viscos-
ities and ionic strength [32].
In recent years several home-made and commercial AC
magnetometers have been developed. So far, one important
limitation of these devices is the maximum available AC field
strength. Although some instruments have been shown to
generate high field intensities at frequencies up to 50 kHz
[20,33], these frequencies are lower than those that are typic-
ally used for hyperthermia treatments. In the literature, the
AC magnetometers that work in magnetic hyperthermia fre-
quencies (100 kHz – 1MHz), generate magnetic fields always
smaller than 45mT [17,21,31,34,35]. Very often, these mag-
netic fields are in fact unable to approach magnetic satur-
ation in most samples, particularly, when magnetic
anisotropy turns to be significant (as it is common for the
most beneficial MNPs), and dipolar interactions play a signifi-
cant role [36,37]. Minor hysteresis loop measurements limited
to fields far below saturation always provide incomplete
information about the magnetization dynamical properties.
In contrast, several calorimetry-based works have reported
experimental data up to significantly higher fields [19,38]. As
is the case in these works the so-obtained results have been
sometimes carefully analyzed in the light of existing theoret-
ical models, but the available data in such cases were always
limited to the curves of SAR versus magnetic field and fre-
quency. The whole information contained in the major hys-
teresis loops themselves have not been available so far. In
consequence, the powerful set of theoretical models devel-
oped in recent years cannot be properly checked, which
limits our understanding of the factors that improve or
degrade the heating performance of MNPs.
To overcome these drawbacks, we have designed and
developed an AC magnetometer that is able to efficiently
generate homogeneous fields in a wide frequency range
(100 kHz  1MHz) with large field intensity: up to 90mT at
low frequency side and up to 35mT at high frequency side.
On the other hand, SAR characterization is usually con-
ducted in colloidal samples, very often with different viscos-
ities, where MNPs can spin around fast and/or rotate toward
the AC magnetic field lines. These mechanical effects greatly
influence the magnetic dynamics and accordingly the SAR
[39,40]. Given that particles’ mobility is usually highly sup-
pressed within biological environments, a simple characteriza-
tion in aqueous colloid can lead to overestimate the heating
capacity of samples. An easy way to eliminate these mechan-
ical effects is to perform measurements of the sample above
and below the freezing point of the solvent, without the need
of additional sample handling. With this purpose, our AC mag-
netometer incorporates a temperature control system that
allows to obtain AC hysteresis loops in a wide range between
220K to 380K in a continuous way. In addition, employing
isothermal conditions during the experiments helps reducing
the magnetic thermal effects originated by the self-heating of
samples and pick-up coils during the hysteresis loop measure-
ments, which improves the accuracy of the results.
Herein we detail the set-up of our novel device and
demonstrate its great potential for the accurate character-
ization of several MNPs of different sizes and features. To
the best of our knowledge this is the first time that an AC
magnetometer with a maximum field amplitude of 90mT
at 134 kHz and the ability to work in low temperatures
is built.
2. Materials and methods
2.1. AC magnetometer
The AC magnetometer presented in this work is a develop-
ment of a previous one reported in literature [21], with
improved performances after numerous upgrades.
The instrument is equipped with a solenoid coil manufac-
tured in solid copper pipe to allow an efficient refrigeration
by the water that flows inside it. This simple geometry is
capable to produce high AC magnetic field, with good
homogeneity, within a volume inside the coil in which the
sample is placed [41,42]. Geometrical properties of this coil
(number of turns, pipe diameter, pitch and length and diam-
eter of the coil) have been chosen to optimize the efficiency,
namely, to maximize the field strength for a given input
power, as it is explained in section 2.1.1. The coil is part of a
variable parallel LCC circuit fed by a power amplifier
(Electronics and Innovation 1140 L) that generates a sinus-
oidal magnetic field at ten different frequencies between
100 kHz – 1MHz (see the section Resonant circuit in the
Supplementary Information). The magnetic field intensity
along the symmetry axis of the coil was measured for each
frequency with a home-made AC field probe, as can be seen
in the Figure S4 in the Supplementary Information. Field
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inhomogeneities over a length of 20mm around the center
of the coil (where the sample and pick up coils are placed)
are less than 3.5%. The maximum intensity of the field is
90mT at 134 kHz and it decreases smoothly with frequency
due to the concomitant increase of the equivalent electrical
resistance (Supplementary Information table T1). On the
other hand, the lowest magnetic field intensity that the main
coil can generate is 1mT and the resolution of the system is
0.0625mT. The AC magnetometer, which is integrated inside
the solenoid coil consists in two oppositely wounded pick up
coils. Additionally, the instrument incorporates a variable
temperature device to control the temperature of the sample
container during the measurements in a continuous range
between 220 K and 380 K.
2.1.1. Optimal geometry and energetically efficient coil
It is obvious that the same amount of power input can gener-
ate larger magnetic fields in smaller volumes. Therefore, the
first step of the inductor coil design is to reduce all the dimen-
sions up to a ‘fair use’ volume limit. This limit is constrained by:
(1) The sample size used in the experiments, (2) the sensitivity
of the AC magnetometer that should be located within the
working area and (3) the proper dimensions of the conductor
material which is used to fabricate the wounding coil. These
points will be discussed later but note that sensitivity of the
pick-up coils ultimately depends on the sample section
exposed to the AC magnetic field. In consequence, the mini-
aturization strategy reaches quite fast its practical limits. For
this reason, a good design of the inductor coil needs to maxi-
mize its efficiency at the frequencies employed in the hyper-
thermia experiments. Some procedures such as increasing the
number of turns per length and/or to build additional winding
layers can be successful at lower frequencies but become ineffi-
cient at the hyperthermia frequencies (see Energetically efficient
coil section in the Supporting Information).
If the coil has not ferromagnetic components, the mag-
netic field generated by the coil is proportional to the AC
electrical current:
Happ ~rð Þ ¼ P~rð Þ IAC (1)
where P~rð Þ is a position dependent geometrical factor, IAC is
the current that flows along the inductor and Happ ~rð Þ is the
magnetic field. On the other hand, the power dissipated by










where P is the available power and R is the equivalent series
resistance of the coil (see Figure S1 of the Supporting
Information).
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Thus, we define a parameter called the efficiency, Ef, which







Since the sample is placed at the position where the mag-
netic field is maximum, the proportional constant P~rð Þ
should be calculated at this point. Note that P~rð Þ and the
resistance R of Equation 4 are not actually independent vari-
ables: coil diameter and number of turns affect the total
resistance of the coil. However, for a given geometrical fac-
tor, the resistance R becomes critically enhanced at high fre-
quencies by a couple of very well-known electromagnetic
phenomena: the skin and proximity effects.
Just as a reminder, the skin effect is the tendency of an
AC electric current to flow mainly near the surface of the
conductor, thus reducing the effective cross section of the
conductor and causing the effective resistance to increase.
The so-called skin depth marks the level under the outer sur-








where f is the frequency of electromagnetic waves and r
and m are the conductivity and permeability of the material,
respectively.
The electromagnetic interaction between nearby con-
ductors prompts one additional constraint to the current
flowing through them that is usually called proximity
effect. This phenomenon can be particularly significant
within closely wound wires, such as those of the inductor
coil used in this case. Figure 1 illustrates the proximity
effect by comparing two identical three-turn coils with
5mm and 10mm turn pitch. As can be seen in the Figure
1(c and d) the current density is highly constrained to
smaller regions when turns of the coil are closer to
each other.
In brief, it should be noted that the main limitation of
using solid copper pipes lies in the effective resistance of the
coil: increasing the frequency above certain limits decreases
quite fast the efficiency and therefore the maximum achiev-
able AC field amplitude. In our design, main dimensions of
the coil have been fixed by starting from the more basic
constraints, that are listed below in order of priority:
1. The sample holder size, which is a small polycarbonate
cylindrical container of 100 ml of capacity, 11mm long
and 4.9mm wide.
2. The pick-up coils that surround the sample, which
should allow the air or N2 to flow across the sam-
ple space.
3. The inner diameter and length of the coil were fixed to
12mm and 41mm respectively, in order to meet our
homogeneity requirement (less than 3.5% over the pick-
up coils length).
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4. The number of turns that maximize the efficiency Ef has
been obtained by Finite Element simulations.
Figure 2(a) shows the energy efficiency of the coil vs
number of turns for the coil’s geometry mentioned above. In
the case of the coil of one winding layer, the curve shows a
maximum at N¼ 12 in 1MHz. This maximum is related with
the non-linear increase of the R due to the proximity effect
(see Figure 2(b)) and it is slightly dependent on frequency
(see Supporting Information Figure S6).
In coils with multiple winding layer the proximity effects
(this time occurring also between conductors of consecutive
layers) also degrade the efficiency. As shown in Figure 2(a)
the most efficient coil is the one with a single winding layer.
The reason for this is that when stacking more windings,
equivalent series resistance increases faster than P~rð Þ
(Equation (4)) and thus the efficiency decreases.
As a result, the solenoid coil that maximizes the energy
efficiency in the whole working frequency range should have
one layer and 12 turn in 41mm of total length.
2.2. Temperature system
To change the temperature of the sample during the meas-
urement, a temperature controller was added to the setup.
The air flow is introduced (Figure 3(a)) inside the nylon
cylinder located within the main coil. The temperature of the
sample is measured with a non-resistible fiber optic therm-
ometer (OpSens), placed near the sample and inside the
nylon cylinder in contact with the airflow.
Figure 3(b) shows the scheme of the temperature system
of the setup. The incoming air flow can be heated up to the
desired temperature with an air heater resistance to change
the temperature of the sample. When low temperatures are
required, the pre-heating temperature of the system can be
lowered simply by driving the incoming air flow through a
winding copper coil immersed in Liquid Nitrogen, before
reaching the heater. The temperature of the out coming air
flow close to the heater output is under a feedback PID con-
trol with a standard thermocouple sensor. But in order to
further keep the sample temperature as stable as possible a
(a) (b)
(c) (d)
Figure 1. (a) Solenoid coil (b) Sliced plane of the solenoid coil. Spatial distribution of the current density in the cross section of three turn solenoid with: (c) 5mm
turn pitch and (d) 10mm turn pitch calculated by Finite Element Method (FEM) when 1 A intensity and 10 kHz frequency circulates across the coil.
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second feedback loop acts over the controller set point in
response to changes of the fiber optic sensor located very
close to the sample. Note that the sample always heats up
during the AC application, so, isothermal conditions means
in this case that the temperature of the air flow at the sam-
ple location must be kept constant during the experiment
and the flow has to be high enough to remove the extra
heat induced by the AC field in the sample.
2.3. AC hysteresis loops measurements and SAR
calculations
The dynamic magnetization of the sample, M (t), (the projec-
tion of the total magnetization vector along the external AC
field) is measured by a pick-up coil sensor. In this one, the
time varying magnetization function M (t) is converted to a
voltage signal according to Faraday’s law of induction.
The voltage coming from a single pick-up coil includes a
background signal uE, produced by the time-varying excita-
tion magnetic field, which is always much larger (several
orders of magnitude larger) than the signal induced by the
MNPs sample itself (uS). Therefore, the subtraction of the
MNPs magnetization signal from the excitation one is very
difficult to perform. Nevertheless, this redundant excitation
uE signal can be removed by winding two identical coils con-
nected in series but oppositely wounded [20,21,34,35,43–45].
With this configuration, ideally, there is no uE excitation sig-
nal when a homogeneous magnetic field is applied, which
allows the subtraction of the MNPs sample signal (uS).
However, that cancelation of the excitation signal cannot be
perfect because of the existing small phase shift between
coils. This is due to capacity coupling effects between the
pick-up coils and the main coil. Anyway, a very careful verti-
cal positioning of the pick-up coil set allows attenuating the
excitation contribution up to 65 dB at 134 kHz.
In order to eliminate the remaining interference excitation
signal, the following procedure is proposed:
1. Measurement of the signal induced in the absence of
sample (uempty)
2. Measurement of the signal induced when the sample is
in placed (utot)
3. Extraction of the MNPs signal by vector subtraction of
empty signal: usample ¼ utot uempty
The AC hysteresis loops are obtained by plotting the
dynamic magnetization, M (t), as a function of the magnetic
field, m0H, measured by the pick up and control coils (see
Main coil field calibration and Magnetization calibration sec-
tions in the Supporting Information), respectively. Both sig-
nals are acquired by an oscilloscope and then numerically
integrated (Figure 4). Moreover, the coaxial cable influence
has been taken into account and evaluated as is reported in
the literature [21].
The specific absorption rate (SAR) can be extracted by




Figure 2. (a) Energy efficiency as a function of different number of turns calculated by FEM for 1, 2 and 3 winding layers coil. The simulations were performed sup-
plying the coil with a 1 kW power amplifier and an AC current of 1MHz frequency. (b) Equivalent resistance of the coil as function of number of turns for 1, 2, and
3 winding layers.
(a) (b)
Figure 3. (a) Main coil cross section image showing the air flow system (b) Scheme of the air temperature controller.
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the number of loops per second (frequency) and normalized












3.1. Addressing the magnetic hyperthermia needs
In this section we show the powerfulness of the built high-
field AC magnetometer in order to correctly characterize
nanoparticle materials for hyperthermia. In this context, the
adjective ‘high-field’ implies that the available field strength
must be remarkably higher than the maximum amplitude
achievable in previous AC magnetometers described in the
literature [20,21,34,47]. They all work at most in the vicinity
of 45mT at one hundred kHz of excitation frequency. Exactly
as it happens in standard DC magnetometry, the application
of external magnetic fields, high enough to saturate the sam-
ples, is a fundamental premise to ensure a reliable analysis
of their magnetic properties. In addition, if one has also the
chance to perform isothermal measurements at different
ambient temperatures, even below the freezing point of col-
loidal samples, one could be able to shed light on some of
the issues that rise in hyperthermia experiments:
1. Magnetic saturation conditions in hyperthermia experi-
ments. The relation between the magnetically saturated
AC hysteresis loops and the saturation of the SAR.
2. The influence of excitation frequency, particle size and
shape on the area of the hysteresis loops.
3. The contribution of mechanical rotation of particles and
particle assemblies to experimental SAR in vis-
cous media.
4. The optimal magnetic field excitation parameters (inten-
sity and frequency) for hyperthermia experiments.
5. The heat transfer from the heat source (MNPs) to
the medium.
Aiming to address some of the previous issues, we need a
touchstone, a suitable series of samples acting as a test case
where experimental trends can be easily compared with
available models, such as those based on the Linear
Response Theory (LRT) [48], the Stoner–Wohlfarth model
based theories (SWMBTs) [49] (also referred as high energy
barrier approximation [50] or two levels approximation) or
the Stochastic Laudau-Lifshitz-Gilbert equation (LLG) [51].
3.2. Characterization of samples
We have prepared four different samples of magnetite
(Fe3O4) nanoparticles with sizes ranging from 16 nm to 29 nm
following a recently published method with few modifica-
tions [30]. This range of particle size (16–29 nm) is usually
considered as a good choice to maximize the SAR. These
MNPs present a cuboctahedral shape and a narrow size dis-
tribution of roughly gaussian shape, as it can be observed in
the TEM images and in their corresponding histograms of
Figure 5. In addition, X-ray diffraction on powder samples
(see Supporting Information Table T2) indicates that the sam-
ples are single crystals. As shown in Figure 5, clustering
effects are not severe in the studied samples. However, it
can be observed how the largest particles (sample D) show a
clear chaining tendency (Figure 5(d)).
Figure 6 shows DC magnetometry measurements of sam-
ples A-D performed in diluted samples, prepared by deposit-
ing a drop of the colloidal dispersion on a laboratory
blotting paper to prevent fast diffusion and agglomeration
of colloidal particles. Additionally, saturation magnetization
values have been obtained by measuring dried powder sam-
ples up to high DC field in a standard SQUID magnetometer.
The total magnetic moment can be correctly normalized by
subtracting the organic contribution to the total mass, which
is determined by a Thermogravimetric Analyzer (TGA). The
more significant conclusions are listed below:
 It shows that the magnetic phase of the nanoparticles is
magnetite. The ZFC-FC curves of Figures 6(e–h) present a
sudden drop of the magnetization when crossing 80–100
K temperature range. This drop corresponds to the
Verwey trasition, the clear hallmark of magnetite.
Magnetic phase is ‘roughly’ magnetite. We say ‘roughly’
because the precise stoichiometry of the crystalline phase
can differ from that of pure magnetite [30,52].
Figure 4. Complete scheme of the AC magnetometer set up.
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 The low temperature hysteresis loops shown in Figure
6(a–d) (red line), where thermal fluctuations are damped
down, are characteristic of uniaxial single domains ori-
ented at random, with remanence approaching 0.5 and
coercive field values (m0H) ranging from 40 to 50mT. This
is readily apparent by comparing experimental data with
SWMBTs simulations, as can be seen in the Supporting
Information Figure S12. Note that the good matching to
SWMBTs behavior does not necessary mean that our
MNPs are magnetically isolated. At least, we are certain
that particles are not forming large and chaotic clusters
where dipolar interactions would favor antiparallel config-
uration of particles’ magnetization and then a remarkably
decrease of the reduced remanence.
 Thermal fluctuation effects become strongly significant at
room temperature (Figure 6(a–d) (black line)), to the point
of almost removing the hysteresis (remanence and coer-
civity) in three of the samples with sizes of 16, 19 and
21 nm. The three smallest show clear blocking effect
below room temperature and the largest, 29 nm, is the
only one where thermal effects are small (see Figure S9
of the Supporting information).
 The single domain magnetization values obtained from
high field DC measurements (up to 2 T, see Supporting
Information S11) range from 80 to 89 Am2kg1. These
are rather approximate to that of the pure magnetite
(92 Am2kg1), confirming the high purity of the crystal-
line phase. In any case, magnetization variations from
sample to sample are not very significant so we take an
average of 86 Am2kg1 (or conversely 450 kAm1) for
the hysteresis loops simulations that will be dis-
cussed later.
Therefore, we can conclude that the selected samples are
magnetite phase single crystals showing weak interparticle
interactions.
(a) (b) (c) (d)
Figure 5. TEM images of samples (a) A, (b) B, (c) C and (d) D together with their corresponding size distributions. Scale bar 50 nm.
m m mm
(a) (b) (c) (d)
(e) (f) (g) (h)
Figure 6. First row: DC hysteresis loops at 5 K (red line) and 300 K (black line) for samples (A) A, (b) B, (c) C and (d) D. Second row: ZFC-FC curves (black line)
together with derivatives of ZFC magnetization (blue line) for samples (e) A, (f) B, (g) C and (h) D.
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3.3. AC hysteresis loops at room temperature
The measurements shown in this section correspond to hys-
teresis loops recorded at different frequencies between 134
and 835 kHz. They can be easily used to calculate the SAR
through Equation (6).
First of all, we present measurements performed at
134 kHz because at this frequency, the maximum achievable
AC field becomes as high as 90mT. As observed in Figure
7(a–d) the magnetization of all the samples saturates at fields
higher than 50mT and hysteresis area remarkably grows with
the particles’ size. It is noteworthy that the loop of the largest
sample, with permanent magnetized particles, has a highly
square shape, with a large remanence close to 80Am2kg1.
Figure 8 shows the experimental SAR curves built after
computing the hysteresis loop area as function of the exter-
nal field amplitude in liquid state. It is to note that, in the
samples with largest particles’ size (samples C and D), the
hysteresis area and SAR increases with field in a strongly
non-linear fashion, saturating with field amplitudes above
the threshold of 50mT. The slope changes of SAR versus l0H
curve presented in Figure 8 are less pronounced in the
smallest particles (samples A and B).
3.4. AC hysteresis loops in frozen solutions
Obviously, given that samples are aqueous solutions, the col-
loidal magnetic particles are able to mechanically rotate
during the experiments. It happens due to different mechan-
ical effects that potentially exist in a liquid medium: (1) the
rotational Brownian motion of small colloidal particles, (2)
the mechanical rotation of magnetic particles toward the
magnetic field direction due to the magnetic torque and (3)





Figure 7. AC hysteresis loop of sample (a) A, (b) B, (c) C and (d) D taking at room temperature (RT) under magnetic field of 90mT at 134 kHz. Note that all the
samples saturate almost at 50mT. As size of the sample increase, the loops broaden obtaining a square shape loop in the sample D.
Figure 8. SAR versus field intensity curves obtained from the area of AC hyster-
esis loops under the field frequency of 134 kHz at liquid state. Measurements
are performed at room temperature in liquid state for four samples.
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either preexisting in the colloidal sample due to dipolar
interactions or induced by the applied AC magnetic field
during measurements. In order to avoid the potentially com-
plex problem of understanding a mix of different physical
mechanisms happening at the same time and to discriminate
the effect of physical rotation, AC loops can be directly
measured below the freezing point of the solvent, water in
this case. Figure 9 shows the AC hysteresis loops at 253 K
(–20 C), corresponding to maximum field at 134 kHz, in the
four studied samples after freezing them. These hysteresis
loops (red lines) are compared with those obtained in liquid
samples (black lines).
In these experiments the temperature of the air flowing
through the sample chamber is kept constant at 253 K, low
enough to freeze the water solvent completely. Figure 10
shows the experimental SAR curves built after computing the
hysteresis loop area as function of the external field ampli-
tude in frozen state. Figure 10 also shows the corresponding
simulations performed using SWMBTs [49], that will be ana-
lyzed in the discussion section.
Remarkable differences between liquid and frozen sam-
ples are very visible in Figure 9. Sample D (largest particles)
shows much less hysteresis area in the frozen state. This is
basically due to the much smaller value of the remanence
magnetization, while the coercive field remains almost
unchanged. Note also that the anisotropy field (the field
required for saturation) is close to the maximum of the avail-
able span of the AC magnetometer at 134 kHz (90mT).
In consequence, maximum SAR of sample D in the frozen
state is reduced by a factor of 0.6 relative to the liquid case
(540W/g vs 910W/g, red curves in Figures 8 and 10). On the
contrary, hysteresis loops of sample A remains approximately
unchanged after freezing (Figure 9(a)), while samples B and





Figure 9. AC hysteresis loops of sample (a) A, (b) B, (c) C and (d) D under magnetic field of 90mT and frequency of 134 kHz in room temperature/liquid state
(black) and frozen state (red).
Figure 10. SAR versus field intensity curves obtained from the area of AC hys-
teresis loops under the field frequency of 134 kHz at frozen state. The dots indi-
cate the experimental results and the lines their corresponding simulations
using Stoner–Wohlfarth model based theories (SWMBTs).
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and D (Figure 9(b,c)). Consequently, the SAR of the sample A
is unchanged whereas it is reduced by a factor of 0.52 and
0.58 in Samples B and C, respectively.
Figure 11 presents the dependence of the AC hysteresis
loops and their area with frequency (see Equation (6)). Figure
11(e–h) shows the experimental values of SAR/f versus mag-
netic field intensity at 134 kHz, 561 kHz and 835 kHz frequen-
cies (dots) and their corresponding simulations using
SWMBTs (lines) in frozen media. The hysteresis area increases
with frequency for particles in frozen solution (dots), but this
increment depends critically on particle’s size. Thus, for
instance, the increase of SAR/f with frequency is particularly
intense in the case of sample A, composed of particles of
16 nm (Figure 11(e)). As particle’s size increases, SAR/f curves
tend to be closer (Figure 11(f–g)). Finally, SAR/f curves in
sample D almost collapse in a single one (Figure 11 (h)). This
behavior can also be observed in Figure 11(a–d), where AC
hysteresis loops of the four samples are plotted at different
frequencies under 30mT magnetic field intensity. Note that
in sample A (Figure 11(a)), as frequency increases the hyster-
esis loops get widened. This hysteresis growth is less pro-
nounced in sample B and C (Figure 11(b–c)). Finally, in
sample D (Figure 11(d)), the hysteresis loops of different fre-
quencies are almost superimposed in a single curve.
4. Discussion
The main purpose of this work is not aimed neither to pre-
sent new theoretical models nor to discuss the magnetic
properties of new samples. Rather, we intend to understand
previous results in the light of the existing models, which
have proved useful to explain and predict to a great extent
the magnetic properties pertaining to hyperthermia. We will
focus on those properties for which our novel AC magnet-
ometer provides new experimental data that has not been
available, so far. Our aim is to answer some of the issues pre-
viously raised at the beginning of the experimental section.
4.1. The question of the mechanical rotation
contribution to hyperthermia
When magnetic particles immersed in a liquid medium are
considered as free-rotating isolated objects, whose magnet-
ization is supposed to be pinned to an easy magnetization
axis, their dynamical response to AC magnetic fields can be
calculated in the framework of magnetic single domains the-
ories [53–55]. In brief, the available predictions suggest that
at small enough field amplitudes, meaning that they are
much smaller than the anisotropy field (Hk ¼ 2Keffμ0Ms) for single
domains with uniaxial anisotropy, the external torque
exerted by the alternating magnetic field should produce
forced angular oscillations of the particles at the excitation
frequency of the field [53]. The amplitude and phase of this
vibration will depend on applied magnetic field frequency
and will peak (they are in resonance) when excitation fre-
quency approaches the Brownian relaxation time [56]. This
relaxation time can be determined from the particles size
(hydrodynamic volume Vh), the viscosity of the medium g,
and the external AC magnetic amplitude HAC, by the follow-
ing expression [56]:
2 psBeff HACð Þ ¼ sB 1þ ll0HACkBT
 2" #0:5
( 7)




, kB is the Boltzmann constant and m is the relative
magnetic permeability. According to this model, pseudo-
spherical particles of magnetite (Ms ¼ 480 kA.m1) in the size
range 16–20 nm are expected to turn around at a rate of the
order of hundreds of kHz, just in the range of the AC excita-
tion frequency used in hyperthermia. Note that, if thermal
Figure 11. First row: AC hysteresis loop of sample (a) A, (b) B, (c) C and (d) D at 134 kHz (red), 561 kHz (green), 835 kHz (blue) and DC (black) in frozen media at
30mT. Second row: SAR/f versus field intensity curve obtained from the area of AC hysteresis loops at 134 kHz (red), 561 kHz (green) and 835 kHz (blue) of sample
(e) A, (f) B, (g) C and (h) D. The dots indicate measurements performed in frozen solutions and lines their corresponding simulations by using SWMBTs [49].
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energy is much higher than the anisotropy energy, the par-
ticle magnetic moment ‘unpins’ from the easy axis and
therefore becomes mostly collinear with the external AC field
at all times. Thus, the magnetic torque and Brownian effect
tend to be removed.
However, the strength of AC fields of interest to hyper-
thermia is far from being small relative to the anisotropy
field, particularly for magnetite particles. Assuming that the
anisotropy field of a typical magnetite particle lies around 
40 kA/m (or  50mT), hyperthermia AC fields easily approach
or overcome the anisotropy energy barrier for magnetization
reversal (Keff v).
In general, Neel relaxation time as a function of the exter-
nal field can be estimated from the following equation [56]:
where h ¼ HHk and s0 is a constant (10
9–1010 s). In these
conditions, Neel relaxation can be strongly accelerated by
several orders of magnitude depending on the field strength
[56], leading Brownian rotations to be accord-
ingly suppressed.
The results of Figure 9(a) indicate that in sample A, ther-
mal fluctuations alone remove the Brownian rotation contri-
bution to the SAR: hysteresis loops obtained at any AC
amplitude remain almost unchanged upon the freezing of
water. If the anisotropy constant is in the range of
10–15 kJm3 [46,52], Neel relaxation time is always smaller
than 108–109 s and therefore always much faster than
Brownian relaxation time calculated from Equation (8).
In this case reversal mechanism largely dominates over
the rotation ones. For samples B, C and D, composed of
larger particles, Brownian relaxation becomes faster than
Neel relaxation at zero field, particularly for sample D
(29 nm), assuming that particles of the assembly do not form
clusters and the hydrodynamic volume is similar to particle’s
volume. Given that Neel relaxation will be much faster at
high enough field amplitudes, the changeover between rota-
tion and reversal mechanisms could lead to a complex
behavior of the hysteresis area as a function of the AC ampli-
tude in samples B, C and D, as predicted from the available
calculations in the literature [53].
On the other hand, particles with permanent magnetiza-
tion tend to agglomerate easily in pseudo spherical clusters
and/or to form chains. The size of these large objects makes
them unable to respond to the magnetic field excitation in
the form of vibrations. However, when magnetization
moment vector of a magnetic object (a single particle or a
whole chain for instance) irreversibly switches between dif-
ferent orientations driven by the applied magnetic field, the
time averaged magnetic torque over such object is non-zero.
As a result, the magnetization easy axis is impelled to rotate
toward the magnetic field lines after a given number of field
cycles. This alignment effect has been predicted from direct
numerical calculations of the dynamical equations for single
magnetic domains [53], but it can be also qualitatively
understood appealing to simpler arguments. For instance,
let’s assume that the instantaneous net magnetic moment
vector m(t) takes the following simple form as a function of
time in response to an external AC magnetic field given by
H ¼ H0sin xtð Þ uH
m ¼ m0 sin xt  uð Þ uH þm0 cos xt  uð Þu? (9)
where u? is the unit vector perpendicular to uH: Even
though, Equation 9 cannot represent a correct solution of
the dynamical problem, it works here as a crude approxima-
tion that can represent the first harmonic of the magnetic
moment components, parallel and perpendicular to the mag-
netic field direction (mH). Assuming that the easy axis of the
magnetic object does not have time to appreciably rotate
during a complete cycle of the external field, this torque can










In consequence, this effective mechanical torque is acting
always, provided that the magnetic moment component per-
pendicular to the magnetic field is non-zero. Note that when
particles become randomly agglomerated the net magnetic
moment of the whole cluster m0 tend to be close to zero at
the remanence state of the system (H¼ 0) and collinear with
H at some other instant so the net magnetic torque becomes
negligible.
Naturally, thermal or stochastic fluctuation of the object
in the liquid works to remove the orientation effect, so, large
net and permanent magnetic moments are essential to pro-
duce a full alignment of the magnetic object with the field.
In such case, the reduced remanence magnetization
becomes much higher than 0.5 for almost any AC field amp-
litude. The mechanical orientation along the field lines can
be observed very clearly in sample D, and in a weaker way
in samples B and C, composed of particles of smaller size. It
is obvious that this mechanism is size-sensitive, and also
happens with isolated or non-interacting particles. However,
this effect has been reported as particularly intense in mag-
netotactic bacteria [27,57], where the chain arrangement of
magnetosomes strongly favors the orientation of bacteria in
water-based solutions. Similar behaviors have been observed
in free Fe MNPs at 25mT [58] and FeC MNPs at 44mT (both
at 93 kHz) [29]. It is worthy to note that particles of samples
B, C and D have a trend toward chaining with the aim to
reduce the magneto-static energy (as shown in Figure 5(d)).
These chains can carry a large permanent magnetic moment.
Particularly in sample D, this tendency is stronger and the
large squareness of the AC loops (for any field amplitude)
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could suggest the formation of large chains with well-
defined easy axis that become mostly aligned in the mag-
netic field lines during AC magnetometry experiments.
However, the rotation of each individual particle toward the
field lines can also contribute to this mechanism and must
be considered as a possible explanation.
In any case the opportunity of fast ‘removing’ any pos-
sible mechanical motion in-situ is interesting for hyperther-
mia characterization because magnetic objects are not
expected to be freely rotating when they are attached to
biological entities and quantitative models are aimed at
immobilized particles [31].
4.2. The Specific Absorption Rate and the size effect
The size of particles really matters to maximize SAR if the AC
excitation available is limited by technical or biomedical con-
siderations [25,30]. This question has been largely discussed
in the literature. In brief, Linear Response Theory (LRT) clearly
predicts that optimal size for particles of magnetite is situ-
ated around 18–20 nm [59]. We explicitly say magnetite
because this optimal size depends ultimately on the anisot-
ropy energy of the particle: it would be greatly different in
cobalt containing ferrites or in Fe metallic alloys, for instance.
But LRT only applies to small AC amplitudes so, the existence
or absence of a well-defined peak in the curves of SAR versus
size of particles becomes a tricky question. The best answer
is, that it depends on the excitation (frequency and field),
and our results presented in Figure 12 confirm this point.
Figure 12 shows the curve of SAR/f as a function of par-
ticle’s diameter at 22mT, 28mT and 45mT magnetic field
intensities. Figure 12(a,b) present a maximum at 21 nm at
134 kHz frequency that shifts down to 19 nm at higher fre-
quencies (561 and 835 kHz). In addition hysteresis area (and
SAR) of samples A and B increases very significantly with fre-
quency (Figure 11(e–f)). This frequency driven effect reflects,
in fact, the dependence of the coercive field on frequency,
particularly intense for the smaller single domain volumes, as
explained in the literature (see Usov et al. [60], Carrey et al.
[49] or the Supporting Information Figure S14).
For higher field values (see Figure 12(c)), it is noteworthy
that SAR/f clearly increases with particles’ size (in the studied
range), which is also evident by quick inspection of the
major loops of each sample. As discussed below, this behav-
ior has been successfully predicted by several authors
[61,62], using different models. Suffice it to say, that our
results confirm the predictions of these models.
4.3. The Specific Absorption Rate as a function of field
and frequency
We do not pretend an accurate description of individual
samples but only to outline the most significant qualitative
trends, which are common to all of them and are noticeable
only by using our experimental set-up.
Stoner-Wohlfart model based theories (SWMBTs) for
magnetic single domains predict two properties related to
the magnetic hysteresis that are readily identifiable in our
experimental measurements: (1) a very steep increase of
the hysteresis area at around certain threshold field ampli-
tude followed by a saturation field amplitude at which the
hysteresis (or SAR) does not increase any longer and (2)
these maximum hysteresis area and SAR increase with par-
ticle size [30,49]. In these models, magnetization is consid-
ered as a single vector (magnetic moment per unit volume)
anchored to the instantaneous energy minima states. This
approach is valid provided that the magnetic anisotropy
energy of the particle is much larger than the thermal
energy (kBT) (high energy barrier approximation). Otherwise,
thermal fluctuations should be incorporated in the model
and one has to deal with the stochastic version of the LLG
equation and find the probability distribution function for
magnetization as a function of time [50]. In any case, the
complete lack of full experimental evidence about these
questions was still hindering the validation of these or any
other models.
The results presented in Figures 7, 8, 9 and 10 imply, to a
large extent, the experimental confirmation of the most sig-
nificant theoretical predictions. The most eye-catching agree-
ment between experiments and theory (Figure 10) arises
immediately: the four experimental SAR versus field intensity
curves tend to saturate at some values that scale very well
with the simulations obtained from the SWMBTs model
applied to particles of different size. With the aim of building
(a) (b) (c)
Figure 12. SAR/f versus particles’ size curves at (a) 22mT (b) 28mT and (c) 45mT magnetic field intensities and 134 kHz (black line), 561 kHz (blue line) and
835 kHz (green line) frequencies.
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a more realistic and predictive model for our particular sam-
ples, we have considered a normal distribution of uniaxial
anisotropy constants (see Effective anisotropy constant distri-
bution section in the Supporting Information for further
details). At this point we are implicitly assuming that this uni-
axial ‘effective’ anisotropy is the result of combining the
magnetocrystalline and the shape effects as well as any
hypothetical contribution from dipolar interactions, particu-
larly intense in chains [57,63]. Note that TEM images show
particles with different degree of elongations and forming
chains of different lengths and both effects should favor the
onset of a wide range of effective anisotropies. Best fits are
obtained by averaging a normal distribution of anisotropy
constants with a standard deviation of 5 kJm3 and centered
at: Sample A 16 kJm3, Sample B, 16 kJm3, Sample C,
15 kJm3 and Sample D, 19 kJm3. It should be noted that
size distribution is not implicitly considered for the simula-
tions, so this standard deviation value (5 kJm3) should also
reflect the particles size dispersion. For simplicity, the mag-
netization (450 kAm1) has been kept equal for all of them,
and other details of the model are given in the Supporting
Information. On the other hand, these values for the effective
anisotropy constants would be valid at 253 K (temperature of
the frozen samples). If one assumes that shape anisotropy
contribution is dominant, these effective magnetic anisotro-
pies will depend on temperature as / M 2, being M the par-
ticle’s magnetization. Since the magnetization decrease
between 253 and 290 K is near 2% (see Supporting
Information S10), effective anisotropy constant would experi-
ence a 4% reduction from 253 K to 290 K, which is not signifi-
cant because is within tolerance of the theoretical approach.
It should be noted that, such form of thermal dependence
(as M 2) cannot be extrapolated to lower temperatures in our
case, due to the presence of the Verwey phase transition at
around 100 K. A detailed analysis of this issue requires the
collection of additional data as a function of temperature
and a more complex modeling to take account for the ther-
mal dependence of the magnetocrystalline contribution to
the anisotropy that is out of the scope of this work. This
type of study have been already done in the literature, either
with magnetosome [64], whose thermal behavior is expected
to be similar to the samples presented in this work, or very
recently with Mn-Zn ferrites [65].
The overall agreement between experiments and simula-
tions in both SAR evolution (Figure 10) as well as in AC hys-
teresis loops (see Supporting Information Figure S13) is quite
surprising since simplifications made in the modeling are
really strong: size distribution has been not taken into
account and, most importantly, magnetic dipolar interactions
have not been explicitly considered. Obviously, given that
the sample D is composed of relatively large particles of
29 nm and seems to be linked in chains, with minor influ-
ence from thermal effects, the SAR versus field curve displays
a sharper saturation effect and, in overall, a better matching
with the SWMBTs model. Even the samples composed of sig-
nificantly smaller particles (A and B) follow the qualitative
trends predicted by SWMBTs (Figure 10). These findings have
two important implications:
 The heating power of magnetic MNPs, calculated by AC
magnetometry, is a ‘safe’ starting point for modeling
the thermal transfer from MNPs to different surrounding
media, which is the ultimate goal of magnetic hyper-
thermia experiments. Therefore, AC magnetometry and
calorimetry become very complementary techniques:
the former can be used to know the input heat power
the latter detects the transfer rate of this power to the
environment as the final outcome of the mag-
netic actuation.
 In ‘small’ particles the effective anisotropy constant Keff
can be obtained from the blocking temperature measure-
ment, but for larger particles this temperature can be
unattainable. In the latter case, the determination of area
vs AC intensity curve up to high field intensities becomes
a powerful way to roughly estimate Keff, for instance,
throught the derivative of the curve. For isolated particles,
this estimation can also be done either by directly
‘matching’ the SAR versus field intensity experimental
curve to a model for dynamical loops, or by using some
analytical formula, as proposed in the literature [49]. Note
that, in general, the effective anisotropy constant, as esti-
mated from SAR versus AC field curve, will include the
contribution from dipolar interactions, particularly when
MNPs are arranged in chains.
Also the influence of the excitation frequency can be
qualitatively understood within the same framework pro-
vided by the SWMBTs because the simulations reproduce
reasonably well the experiments (Figure 11). Simulations per-
formed at different frequencies predict the marked contrast
between the dispersion obtained in sample A (Figure 11(e)),
where curves of SAR/f(H) at different frequencies strongly
diverge and sample D, where these curves are mostly fre-
quency independent (Figure 11(h)).
4.4. Optimizing the excitation conditions for practical
treatment as a function of size
Eddy current effects in extended ‘conducting’ bodies pro-
duce a nonspecific heating that can affect negatively
healthy tissues of potential human patients. The strength
of these eddy currents depends on the product of Hf, so
different safety limits for the maximum acceptable (Hf)
have been proposed. For the so-called Atkinson-Brezovich
criterion [66,67], (Hf) is fixed to 4.85 108 Am1s1 while
for the weaker approach of Hergt [10] the limit is ten
times larger, Hf  5109 Am1s1. In any case, no matter
what particular limit is taken, its very existence itself
imposes an optimal combination of magnetic excitation
variables, magnetic field amplitude and frequency, for
each sample that can be deduced from the dependence
on field amplitude of the SAR normalized by the fre-
quency, SAR/f (Figure 11(e–h)). Considering, for instance,
the Hergt criterion, given a field amplitude (H), the max-
imum acceptable frequency is determined by: flimit (H) ¼
5 109Am1s1/H, so the maximum achievable SAR
(named as SARlimit) can be calculated as:
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SARlimit Hð Þ ¼ SARf
 
flimit,H







Note that SAR/f will be, in general, a function of the fre-
quency as well as the field, so it must be calculated for f ¼
flimit, except in those cases where curves SAR/f (H) collapse in
a single universal curve, as in sample D. Since the experi-
mental data and/or the corresponding modeling points are
only available for three discrete frequencies, SARlimit(H) has
been obtained by interpolation of the existing SAR/f curves,
for sample A, B and C.
Figure 13 shows the SARlimit(H) curve calculated from
Equation (11) for the four samples, A-D. In this figure, the
red dash curve is the hyperbolic function flimit(H) ¼ 5 109/H
and serves up to determine which frequency corresponds to
a given SARlimit.
The following features can be highlighted:
 All curves peak at some optimal magnetic field amplitude
whose values are increasing with the particle’s size.
Obviously, the corresponding working frequencies under
the safety limit of Hergt are decreasing accordingly.
 Maxima of the curves SARlimit(H) are increasing with size,
in such a way that larger particles can potentially produce
more heat by choosing the appropriate excitation condi-
tions. The maxima and the corresponding excitation
parameters found are: Sample A, 285Wg1 at (15mT and
417 kHz), Sample B, 305Wg1 at (22mT and 284 kHz),
Sample C, 375Wg1 at (32mT and 195 kHz) and Sample
D, 480Wg1 at (45mT and 139 kHz).
Of course, previous features hold for a series of particles
with similar composition and morphology. Finally, it is wor-
thy to mention that determining these optimal conditions
requires AC magnetometers as versatile as possible, meaning
that the available field span and working frequencies should
be broad enough.
5. Conclusions
We have developed a versatile AC magnetometer able to
work in a large range of frequencies (100 kHz  1MHz) that
are relevant for magnetic hyperthermia, and capable of
applying remarkably higher field intensities that those exist-
ing so far. With a power amplifier limited to 1 kW, the geom-
etry of the coil was carefully designed to reach 90mT at
134 kHz and 30mT at the maximum frequency of 950 KHz, in
all cases with a high degree of homogeneity in a volume of
approximately 100mm3. It has been demonstrated than skin
and proximity effects strongly constrain the optimal number
of turns as well as the use of more winding layers. The best
geometry for a coil of 12mm in diameter and 41mm in
length corresponds to a single layer 12 turn coil.
It has been shown that the variable temperature system
that makes use of air flow through the sample chamber is
able to fix isothermal ambient conditions at the sample con-
tainer. Thus, by freezing the sample solution, we have been
able to decouple pure mechanical effects from the intrinsic
relaxation of the magnetization across the lattice.
The results obtained in a test sample series of magnetite
nanoparticles (16–29 nm) confirm that the hysteresis area
(and conversely the SAR) saturate at moderate field inten-
sities, above 50mT.
It has also been confirmed that this saturation or max-
imum SAR depends strongly on particles’ size and on the
angular distribution of easy magnetization axes. The overall
dependence on field and frequency of SAR versus field amp-
litude curves fit rather accurately with the Stoner–Wohlfarth
model based theories (SWMBTs) of uniaxial single magnetic
domains. Finally, the optimal magnetic field intensity and fre-
quency for maximizing the SAR within the safety limit have
been calculated for each sample. This calculation is vital to
choose the optimal samples for each magnetic treatment
experiments in which excitation frequency is often fixed. To
determine the optimal magnetic field parameters, a high
field AC magnetometer that works in a wide frequency
range, as the one developed in this work, is necessary.
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